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A study has been made of induction bridges used in low temperature physics. 
In Part 1 the design of  a mutual inductance bridge of the Hartshorn type is discussed. 
This design is based on a critical analysis of impurity effects of the different parts of the 
Hartshorn bridge. With this equipment frequencies up to O. 5 MHz can be used. Two 
methods have been developed to examine the secondary signal In one of these use has 
been made of AD conversion techniques. In the other one, the secondary signal, produced 
by a superconducting sample, which is generally distorted, is analysed by using a Fourier 
expansion. 
In Part 2 equipment is described which enables us to measure the phase and ampfitude of 
the harmonics of the output signal of  the bridge. For synchronous detection a reference 
signal of  the same frequency of the harmonic of interest is required. This reference signal 
is generated from the input signal of  the bridge by means of a digital frequency multiplier 
with programmable multiplication factor N. 
In Part 3 some experimental results, showing the possibilities of the equipment, on some 
superconductors are presented. 
Induction methods used in low temperature physics 
L. J. M. van de Klundert, C. de Rooij, M. Caspari, and L. C. van der Marel 
Many more or less successful attempts to investigate the 
behaviour of paramagnetic salts in alternating fields were 
made in the 1920s. 
An excellent short survey of these is presented by Verstelle 
and Curtis.1 An important impetus to further development 
was the proposal of Debije and Giauque in 1926 that ex- 
tremely low temperatures could be attained by adiabatic 
demagnetization. By using induction methods the magnetic 
temperature, defined by Curie's law, and in many cases a 
measure of the thermodynamic temperature, can be deter- 
mined. The problem of establishing the magnetic moment 
in a changing magnetic field was important here and led to 
numerous experiments on an independent field of investiga- 
tion, called paramagnetic relaxation. For temperature and 
relaxation measurements in the liquid hydrogen and helium 
ranges, as well as in the millidegree temperature ange, fre- 
quent use is made of self-inductance and mutual inductance 
bridges. Reference is made here to the work of Casimir, 2
De Klerk and Hudson, 3 Erickson, 4 Wiebes, s PiUinger, 6 
Hoffman and Sapp, 7 Van Dijk, 8 Cremer, 9 De Vries and 
Livius, 1° etc. Impurity effects of the different elements of 
the induction bridge did not have much effect on temper- 
ature measurements; restriction to the use of one frequency 
was possible and as a rule this frequency was so low that 
there were no problems with, for example, capacity effects 
of the coils. Only temperature effects of the coil system in 
which the material to be investigated was found, can give 
rise to difficulties. However, in case frequency effects are 
determined, self- and inter-capacitances of different parts 
of the measuring system may reduce the effects to be in- 
vestigated. 
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In the first part of this paper a critical analysis of these 
effects in a Hartshorn-type bridge is given; the choice of 
this type of bridge is discussed. Using the results of this 
analysis amutual induction bridge, using toroidal windings 
both in the primary and secondary circuit, has been de- 
signed and built. With this bridge it is possible to extend 
the frequency range up to ½ MHz. The second part of this 
paper discusses the analysis of the signal, generated in the 
detection coils. Naturally this is a direct measurement of 
the property under investigation. In cases where the current 
in the primary circuit is sinusoidal it is generally assumed 
that the signal in the secondary circuit is also sinusoidal. If 
the sample in the coil system is a paramagnetic salt this 
assumption results from the supposition that the magnetic 
behaviour of a paramagnetic salt can be described with a 
time-independent complex susceptibility, the amplitude of 
the ac field being very small. If the sample is a metal this 
assumption is not violated at small amplitudes of the ac 
field. Induced eddy currents in cylindrical metals were de- 
scribed by Zenneck in 1902 11 who also made the local 
B-H curve on a Braunian tube visible. If the sample is a 
superconductor the secondary signal cannot be described 
only by a single harmonic signal and a Fourier series must 
be used. 12,13,14,15 
In Part 2 electronic equipment, which enables the co- 
efficients of this Fourier series to be determined separately, 
is described. In contrast to the detection procedure of 
compensating the signal in the measuring circuit with that 
of the bridge circuit, automatic detection is applied. This 
resulted in a considerable time saving during the 
measurements. 
The paper is concluded with a presentation of some ex- 
periemental results on superconducting tin and niobium. 
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Part 1: Design of a mutual inductance bridge 
Choice and general description of the method 
When a sample of apparent differential susceptibility X is 
placed in a coil with a pure self-inductance L o, the self- 
inductance will change to 
L =L o (1 +qL×) 
SO 
z3d, 
ZkL=L-Lo=LoqLxorx -  
qLLo 
where qL represents a filling factor. 
This will give rise to an extra potential drop AU across the 
coil when the same current I is fed into it 
AU = ]~L,&L = jc.olLoqL X 
or 
AU 
-qLX (1) 
j~ILo 
Imbedding the specimen into a pair of coils with a pure 
mutual inductance Mo, (Mo = kx/(LIL2), LI and L 2 being 
respectively the self-inductance of the primary and secon- 
dary coil and k the coupling factor) will give rise to an 
extra induced voltage in the secondary coil amounting to 
AU 
- qMX (2) 
/~/Mo 
qM also represents a f'dling factor. 
Equations 1and 2 form the basis of the inductive methods 
which consists of measuring directly or by compensating 
AUin the bridge circuit. So two methods exist using 
either a self-inductance or a mutual inductance bridge. 
Both methods are limited in their frequency range by the 
fact that a self-inductor and, a fortiori, a mutual inductor 
is impure. In other words if we combine (1) and (2) to 
give AU = A)6 A will no longer be a purely imaginary 
factor. 
An extensive survey of ac bridge methods i given by Hague 
and Foord. 16 As can be seen  f rom (1) and (2) compensation 
can be obtained by either varying the value of compensating 
elements using one bridge current, or by adjusting the values 
and phases of at least two bridge currents using only a few 
fixed-value compensating elements. Both methods have 
their advantages. In the first method the disadvantage comes 
from the fact that the impurities of the various elements 
are different. The second method is limited by the diffi- 
culty in controlling the (possibly complex) ratio a of the 
currents. 
A few successful examples illustrating both possibilities, not 
compiled by Hague and Foord, may be mentioned. In the 
first place the self-inductance bridge designed by De Vries, 1° 
operating in a frequency range 200 Hz-1 MHz. 
The ratio ,v of the bridge currents is here a real number. 
Pederson 17 constructed a bridge with a purely imaginary 
by applying a resonance t chnique. This enabled him to 
use frequencies up to 100 kHz, but now a low frequency 
limit is set by bringing the bridge into resonance. 
The mutual inductance bridges have several advantages ( ee 
the end of this section) and all are discussed by Hartshorn. 
In the original paper of Hartshorn, 18 two proposals for a 
mutual inductance bridge were made, one with two primary 
currents that are brought into phase by means of resistive 
elements, the impurities of which do not effect he mutual 
inductors, and a second, in which only one primary current 
is used. The latter is very well-known in adiabatic demag- 
netization and paramagnetic relaxation measurements. 
Various designs of a bridge of this type were published, 
among which those of De Klerk and Hudson 3 and Erickson 
et al 4 are often used, and will be discussed later. 
Wiebes et al s published adescription of a two-branch 
mutual-inductance bridge in which the current is divided by 
resistors and capacitors. The use of series capacitors also 
limits the frequency range to a lowest frequency of about 
100 Hz, while the high frequency limit, because of the 
impurities, is 104 Hz. 
A bridge with electronic urrent division was first discovered 
by Pillinger et al 6 operating at a frequency of 150 Hz. 
Campbell 19 pointed out that an extra secondary or tertiary 
coil of only one turn can reduce the frequency dependence 
of self and mutual inductors considerably by short-circuiting 
this loop with an appropriate r sistor. From his experiments 
it is seen that when the frequency dependence of the reactive 
part of the inductance is reduced, the frequency dependence 
of the resistive part is considerably increased. Therefore 
this method was not adopted in our final design. 
In our laboratory two mutual inductance bridges of the 
Hartshorn type with only one primary current were con- 
structed. The first one was designed using the work of 
De Klerk et al.2,3 Extensive xperimental research was 
carried out on the frequency limiting elements. The results 
will be described later in this paper. Using these results a new 
bridge was designed and constructed, and this bridge will 
also be discussed later. 
The term 'apparent differential susceptibility' used above 
needs ome explanation. The total magnetic moment of the 
sample, which may not be in phase with the external field, 
can arise 
(a) from magnetic moments on a microscopic scale, 
(b) from induced macroscopic currents, as in conductors 
and superconductors, or 
(c) from a combination of these two effects. 
It is well-known that, for example, superconductors under 
certain conditions behave as non-linear elements, that is to 
say the hysteresis loop is no longer an ellipse. 
So it is convenient then to develop m (t) in a Fourier series 
m (t) =hoe'] ~'t ~ Xk e "/(k'l)~'t 
with 
t 
xk =xk +/x~ 
k=l  
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To measure the value of X;¢ and Xk properly a frequency 
multiplier is essential giving an output proportional to 
e'/kt°t in case the current fed into the primary circuit is 
represented by I e "/t°t. 
To determine the output signal of the secondary circuit of 
the bridge, two systems have been developed and used in our 
laboratory. The first system determines the Xk and X~ 
values. The bridge signal is, after amplification, fed into two 
phase-sensitive d tectors (PSD) in parallel which have a zr/2 
relation to each other. The output of each PSD was fed 
into x-y recorders for automatic detection. No corrections 
to the recorder plots are necessary, as will be discussed 
later. Depending on the pre-amplification factor, a relative 
accuracy of better than 1% can be obtained. Each PSD is 
part of a lock-in amplifier which is synchronized by the 
frequency-multiplier unit, described in part 2. 
A block diagram of the measuring circuit is given in Fig. 1. 
The second system has been recently developed; the main 
feature is the use of AD conversion techniques. Two signals 
are delivered by the bridge circuit: a reference signal and the 
signal generated in the secondary coil part of the bridge and 
giving information about he sample to be investigated. 
Both are registered in a memory (TR = transient recorder) 
by means of a trigger-reference-signal switch (TRS). This 
switch is activated in the following way. The positive zero 
crossing of the reference signal and an independent clock 
signal are indicated by short pulses; at the moment hat 
both signals coincide the counter and the TR start-up. In 
this way a unique phase relation between the two bridge 
signals, which is essential for the interpretation f the 
measuring results, is achieved. 
With the aid of an electronic switch, triggered by the 
counter (part of TRS), a switch is made from the reference 
signal, coming immediately from the bridge (length: for 
example, 256 words) to the measuring signal (for example, 
768 words). If the memory has been filled the contents 
of it is, without deconversion, recorded on a paper tape. 
The TR can be activated in two ways: triggered by its own 
clock or triggered by an external pulse generator. 
This measuring circuit is shown in Fig.2. 
Two reasons made us decide to use a mutual inductance 
bridge rather than a self-inductance bridge. First, the 
ahaplitude of the disturbing field is only determined by the 
primary windings whereas the resulting signal is related to 
both primary and secondary coils, giving an extra degree of 
freedom. This is especially important when the signal is 
amplitude-dependent as, under certain circumstances, i  the 
case with superconductors. Then it is possible also to get 
signals which can be easily detected at low amplitudes and 
frequencies by increasing the number of secondary turns. 
A second advantage comes from the fact that it is necessary 
to eliminate coupling from the surroundings by using astatic 
pairs of coils. Now the change of inductance in the coils of 
such a pair, due to temperature variations and pressure 
effects, will add up in the case of self inductors and will 
almost cancel in the case of mutual inductors. Such changes 
are very difficult to calibrate. 
Frequency effects in detection coils 
A block diagram of the various elements of the bridge is 
given in Fig.3. This figure does relate to Fig. 1 but the follow- 
ing considerations are also applicable to the system, shown 
Fig.1 
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Fig.2 Block diagram of the measuring circuit;  second system 
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Fig.3 Block diagram of the bridge circuit  
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by Fig.2. We will now discuss the frequency dependence of
these elements; because of the complexity of the problem 
a rigorous treatment is not attempted. The properties of 
impure mutual inductors have been extensively studied by 
Butterworth so and Hartshorn, 21 both theoretically and 
experimentally. 
They have shown that the factors introducing impurities are: 
1. Self- and inter-capacitances of the windings. 
2. Eddy current losses in the wiring and inductive coupling 
with the surroundings. 
3. Leakage and dielectric losses in the insulation. 
4. Resistance inadvertently included in common with both 
windings when these are connected at a common point. 
This last point is in our case only of interest in the mutual 
inductors describing the coupling between secondary 
windings, because there is no common point of the 
primary and secondary circuits in the inductive part of 
the bridge. 
The measuring coil system. It is obvious that the main 
effect is from the first two mentioned. To give an example 
we will discuss the effects on the measuring coil system 
(see Fig.3). 
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It is well-known that the skin effect in the wiring can be 
considerably reduced by using thin high conductivity wire 
or litz wire. But since our measuring coil system is at liquid 
helium temperatures, it would not be sensible to use litz 
wire. All coils are wound from 0.07 mm silk covered copper 
wire. The skin depth at 5000 Hz, taking o = 6 x 109~2 "1m "l , 
is approximately 0.13 mm. Therefore no further attention 
is drawn to this point. The coupling with the surroundings 
can be eliminated by using astatic pairs for both the primary 
and the secondary coils. In the primary circuit this is 
achieved by using two concentric oils of equal ength and 
radius rl and r2 (see Fig.4). 
The system now acts as an astatic pair when N1 rl 2 = 
N2r 22;N I and N 2 being the number of turns of each wind- 
ing. Since this becomes very important when a co-axial 
superconducting coil is also used to produce a static field, 
we shall come back to this point later. 
The equivalent circuit describing the influence of self and of 
inter-capacities in a mutual inductor, is given in Fig.5a, 
according to Butterworth. 2° In our arrangement the effects 
of the intercapacities from simplified calculations are small 
compared to that of the self-capacities of the multilayer 
coils. Therefore they are neglected in the scheme shown in 
Fig.5b, describing the measuring coil system. For simplicity 
the primary windings are considered as a single RLC mesh. 
A relation between the total induced voltate AU across the 
secondary windings and the bridge current can be obtained 
as described below. 
Although this relation can be obtained with rather crude 
assumptions, it will still show the frequency limiting properties 
of such a coil system. 
In the primary circuit the current hrough the coil Lp will be 
different in both phase and magnitude from the bridge 
current L
Neglecting the small emf that may be induced due to the fact 
that the secondary windings do not balance xactly, the 
Iil II I?, ,it =, = TI fl II I111 IIV . . . . . . . . . . . .  ~]1 II II 
~ o Ls_l_ 12 __ 9 __ 12 _ks_  ~ 0~ 
I 
Fig.4 Cross-section f the measuring coil system 
r 
' 
a b 
Fig.5 a -- Equivalent circuit of ;he impure mutual inductor; 
b -- Simplified circuit of the measuring coil system 
following relation between I and Ip holds 
I 
1 -- w2LpCp +/wRpCp 
(3) 
The secondary voltage AU can now be written 
/1 h 
&U = - -  + 
/cog /wC2 
(4) 
11 and I 2, the currents in the secondary meshes, can be 
solved from the equations expressing KirchhofFs voltage 
law for the upper and lower secondary coil respectively. 
(1 - & .~2L IC  1 + ]wRICI)I  1 + w2MsClh 
= 602M1 e l i  p 
w2msC2 I] + (I - w2L2C2 +]~R2C2)h 
= _ w2M2C2Lp 
(5a) 
(5b) 
Great care was taken during the construction of the secon- 
dary coils to obtain almost identical properties. Therefore 
it is permissible to assume R x = R2 and C1 = C2. 
Equations 5a and 5b may be solved readily, considering that 
the terms containing Ms are very small compared to the 
others and therefore can be omitted. 
Retaining small differences AL = L 2 - L 1 and AM = M 2 -M1, 
in the first-order approximation, (4) can be written 
(6) 
with 
N = 1 - w2LC+]6oRC (7) 
(the suffixes are now suppressed). 
From (6) it can be seen that if AL and AM are zero, AU 
vanishes. 
So far only an empty system has been considered. When a 
sample is introduced in, say, the lower secondary coil (see 
Fig.5b) (6) will again give the total voltage drop over the 
secondaries, but now 
AM=M l (1 +qMX) -MI  
AL =L1 (1 +qLX) -L I  
Assuming that the field outside the long cylindrical sample 
is not disturbed the following estimations for qM and qL 
can be made, if the cylindrical samples are much longer 
than the secondary coil. 
Let O be the cross-section of the coil and Op that of the 
sample, n the number of turns of the secondary coil; then 
M 1 = n f B dO = n BO 
M2=nB(O+OpX)=MI (1+~-  X)  
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Then it follows that qM = Op/O. 
(In case the sample is small and not necessarily cylindrical, 
qM carl be written asf(Op/O) with 0 <f< 1.) 
Likewise qL = Op/O, since ifB is generated by the coil 
itself, M can be replaced by L in the foregoing. 
Equation 6 then reads 
or, making use of (7) and neglecting third powers of 6o and 
higher, 
AU = j60LvqM XM [1 + 2602LC -]60RC] 
Substitution of (3) gives finally 
AU=]60MI qMX [1 +60 2 (LpCp +2LC)  
- ]60(R p Cp + RC)] = ]60M1 qM X A e icp (1 O) 
Inserting qL/qM = t3 would only change the correction term 
2602LCinto (1 + 3)602LC It can be seen that the order of 
magnitude of the correction terms in (10) is correctly 
estimated. Also, retaining the terms containing Ms in 
(5a) and (5b) would not alter the result (10) in this ap- 
proximation, since the correction terms are of the form 
604MMs C 2 . 
In conclusion we can say that the ratio between AU/]60MI 
and × is no longer a real number and depends on 60. The 
effect of the factor e i0 is to produce a rotation from the 
X to the AU direction in the complex plane. Difficulties 
in the interpretation of the results may therefore arise in 
such cases when the smallest of the × components i  of the 
order of the other multiplied by sin ¢. 
A second error, not treated here, arises from the fact that 
the actual field felt by the sample is produced by lp, I i ,  and 
I 2 together, as can be seen from (3), (5a), and (5b). Including 
this effect would only introduce more detailed calculations 
and would not give noticeably different results for those 
frequencies where the above approximations are valid. 
A different arrangement 2 of secondary coils, consisting 
of three sections is frequently used. Then the middle section 
has twice as many turns as the outer sections and is connect- 
ed with them in series opposition. This middle section 
might contain the sample to be investigated. The frequency 
dependence of such a system can be calculated, again neg- 
lecting coupling of secondary windings, as follows. The 
potential drop across each section is 
/60MiIp 
AU/= (i = l, 2, 3) (1 l) 
1 - 602LIC i +/t.oRiC i 
Let n be the number of turns of an outer secondary coil, 
then 
forL ~n 2 , L 1 =L 3 = V4L 2 
fo rM~n , M1 =3/3 =~AM2 
forR ~n , R1 =R3 = a/zR2 
The total voltage drop across the system will not now 
vanish, as was the case in the two-coil-system, which can 
be seen after insertion of the values in the numerator of (1 1). 
The empty-coil effect of such a system is therefore in prac- 
tice much greater than that used in our measurements. 
The adjustment of the PSDs 
As can be seen from Fig.3 the signal produced by the empty 
measuring coil system can be compensated by adjusting a
variable inductor and a resistor. The condition for equilibrium 
then reads 
Z ]60Mie~ i + Zeff = 0 
i 
where M i and ¢/describe the amplitude and phase of the 
voltages across the inductive lements and Zeff compensates 
for the losses. Actually Hartshorn's design was the first 
bridge where loss components could be compensated. 
As shown in the preceding section the extra induced voltage 
will be in phase with the bridge current and be proportional 
to the apparent differential susceptibility. Therefore, to 
measure the components of X it is sufficient o adjust he 
PSD (and the connected recorders) by means of signals in 
phase with or perpendicular to the bridge-current. 
First we will consider an off-balance signal due to a change of 
Zef . The loss compensation part is shown in Fig.6. 
The voltage drop U between points 3 and 4 due to a bridge 
current I flowing from point 1 to 2 is 
ZIZ2  
Ua4-  I 
Z -FZ 1 +Z 2 
A convenient assumption is 
Z1 = R1 +j6011 
Z2 = R2 +j6012 
R 
Z - - -  
1 + ]60RC 
ip 
,o i 
D 
Fig.6 Loss compensation part of the bridge circuit 
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Fig.7 Simplified circuit of the astatic measuring coil-system 
elements. The second method makes use of the fact that X 
is a real number, that is, X" = 0. This happens, for small 
amplitudes, for paramagnetic salts as well as for super- 
conductors in the absence of a constant field. Then inser- 
tion of the sample in the measuring system will produce an 
off-balance signal in the X' direction only. So both methods 
make it possible to adjust he PSDs in the X" direction, that 
is the direction where changes of X' are not observable. 
Small phase errors may now be introduced by varying in 
steps the gain of the pre-amplifier and by the fact that one 
PSD has to be shifted over 90 ° to observe the ×' signal. 
However, these errors can be calibrated if necessary as func- 
tions of frequency. Measurements showed that the total 
error never exceed 1/2 ° (sin 1/2 ° = 9 x 10"3). The equiv- 
alence of the methods described above can be verified ex- 
perimentally. This indicates that at frequencies lower than 
5 kHz the assumptions made hold and no corrections need 
be made to the X' - X" curves plotted. 
since R 1 and R2 are less than 10 ~ and R is always greater 
than 20 I2. 11 and l 2 are the internal self inductances of the 
wires. Rewriting the above equation, neglectingR l and R2 
in the denominator and assuming ¢oRC << 1, gives 
U34=IRI~R~R +]£oCR1R2 +](.,o(R211RRll2)II (12) 
The consequence of this equation is that when the bridge 
is in equilibrium, the reading of the variometer depends on 
the product RIR2 and varies linearly with this value. This 
could be verified experimentally, showing that the values 
of C is independent ofR and therefore mainly results from 
the wiring. A second conclusion that the change in the 
product R1R2 at low frequencies, where Ii and l 2 almost 
vanish, is independent of frequency, can be roughly verified. 
Lastly we conclude that an off-balance signal produced by 
the loss circuit cannot be used to adjust precisely the phase 
sensitive detectors in a direction perpendicular to the bridge 
current. The question of whether there exists a better signal 
defining the direction of the X components, can be answered 
by considering the other bridge elements and the value of X 
under special external circumstances. 
The relation between the voltage drop U across the secondary 
coil and the bridge current is given by (see Fig.7) 
]~oM/ 
U= 
(1  - w2 LpCp + jwRpCv) (1 - w2LsC s÷ jo3RsCs) 
The term describing the induced voltage in the primary cir- 
cuit due to the secondary current is omitted since the output 
impedance of the signal source (82 ~2) is small compared to 
1/]t.oCp at low frequencies. For the variometer it was found 
that the resonance frequencies of both primary and secondary 
circuit are much greater than 1 MHz, so the assumption, that 
the variometer acts as a pure mutual inductor at frequencies 
lower than say 100 kHz, is permitted. It should be noted 
that only the real part of the internal impedance, due to the 
skin effect of the wiring, in first order, is responsible for a 
phase shift different from lr/2. Therefore one method of 
adjusting the PSDs is provided by the pure behaviour of the 
variometer at all frequencies of interest. Furthermore, this 
allows us to calibrate the impurities of the other circuit 
The step variable mutual inductor 
The last part of the bridge circuit to be discussed is the step 
variable mutual inductor. Several devices described in the 
literature may be briefly mentioned here. Campbell 22 con- 
stmcted a two-decade mutual inductor using ten-fold 
stranded wire for the secondary coil to obtain almost equal 
steps in each decade. The primary and the largest second- 
ary coils are constructed in pairs to obtain a nearly astatic 
assembly. However, as will be discussed later, the coupling 
between the secondary coils and their self and inter- 
capacitances introduce large impurities at higher frequencies. 
At low frequencies ( ay up to 500 Hz) the Campbell induc- 
tor is unsurpassed for accuracy and ease of construction and 
manipulation. 
Four-decade versions were published by Casimir et al 2 and 
De Klerk and Hudson. a The principal defect of Campbell's 
inductor arises from the stranded secondaries. The first 
attempts to reduce these defects involved reducing the 
number of secondary coils. This, for instance, was done by 
Butterworth 23 using three separate coils in each decade, 
having mutual inductances with the primary of 6, 3, and 1 
dial units respectively. However, they must now be inde- 
pendently adjusted. Any number of units between 0 and 
10 can be obtained by subtraction and addition of the 
secondaries. Erickson 4 introduced a four-coil decade sys- 
tem with a 1, 2, 2, 5 sequence for the secondaries u ing an 
astatic primary pair for the largest five decades and a single 
primary for the sixth decade, the vafiometer and correction 
coils. In this design the concept of internal calibration is
also introduced, since in most measurements relative 
changes in mutual inductance suffice. According to the 
authors, this bridge has a usable frequency range up to 
5 kHz. The design adopted for our investigation was that 
used by De Klerk and Hudson, amaking use of tenfold 
twisted wire for the secondary coils. This guaranteed that 
the secondary coils are equal, to a few parts in 104. For 
the tenth turn decade an earlier modification was used, con- 
sisting of two loops in series-opposition, at 100% and 90% 
of the field produced by the primary coil. The mutual 
inductance of 1 turn is approximately 3/~H. The absolute 
value of the total mutual inductance that can be measured 
is up to 3.5 mH. 
We studied the frequency dependence of the bridge in the 
following way. The assumption that the variometer, be- 
cause of its high resonant frequencies (~ 1 MHz), behaves as 
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an ideal mutual inductor below 100 kHz, allowed us to ex- 
press the values of the inductance and resistance of the 
other elements in a frequency dependent number of vario- 
meter divisions (1 000 VMD ~ 1 turn at low frequency 
3/all). In this way we obtained an 'internal' calibration of 
the bridge using one element, which had neither inductive 
nor capacitive coupling with other elements or the 
surroundings, as a standard. 
The experimental results can be summarized as follows. 
1. The primary single layer winding has a very low parallel 
capacity (60 pF) and can be considered as a pure self induc- 
tance in the bridge scheme (Fig.8). As a consequence the 
field is in phase with the bridge current. 
2. The lowest resonance frequency of the bridge is that of 
the largest secondary coil, that is 10 x 100 turns. The ob- 
served resonance frequency is 8 160 Hz. Estimating 
Lloxloo = 9 x 10 -2 H gives C = 4 nF (approximately) asan 
effective value for the parallel capacity. 
3. The 10 and 1 turn decades have higher resonance fre- 
quencies but, due to the magnetic oupling with the 10 x 
100 turn coil, they will follow the frequency dependence of
the largest secondary coil at higher frequencies. 
4. The 1[10 turn system will have a very large frequency 
dependence since it consists of two coils in series-opposition 
at 100% and 90% of the primary field. The system at 90% 
field can be considered to be only weakly coupled with the 
large secondary coils while the system at 100% of the field 
is strongly coupled and will have as a consequence a more 
pronounced frequency dependence. 
It is obvious that the difference of the two induced voltages 
is increased by the same amount as the 1-turn voltage. 
If for example 9/10 turn = 900 VMD at all frequencies and 
the 1 turn will increase from 1 000 VMD at low frequencies 
to 1 100 VMD at high frequencies, the resulting 1/10 turn 
will increase from 100 to 200 VMD. 
So far the influence of the inter-capacities between second- 
ary windings has not been considered. The simplified 
scheme describing one-half of the astatic step variable induc- 
tor is given in Fig.8. 
The components of the real and imaginary part of the 
voltages een by the secondary circuit relative to j MIp are 
U 1 - ~2LC 
jt.oMIp (1 - 032LC) 2 + 032R2C 2
j6oRC 
(1 - co2LC) 2 + t.o2R2C 2
1 j6oRC 
1 - co2LC (1 - ¢o2LC) 2 
(13) 
The Cvalue can also be obtained from the second term and 
was found to agree reasonably well with the value of 4 nF 
calculated from the resonance frequency. The inductive 
component is shown in the lower part of Fig.9 for the 100, 
10, and 1 turn decade. 
New design for the step-variable inductor 
The effects which are, as discussed above, responsible for 
the frequency dependence of the inductive bridge elements 
0 0 
Fig.8 Simplified scheme of the half of the astatic step variable 
mutual inductor 
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Fig,9 Experimental results for the components of U, In the 
upper half the parabolic behaviour of the U-component in phase 
with the primary current for the 100 turn decade [see (13)] is 
shown, 
In the lower part M(O)/M(to) is a straight line for the 100 turn 
decade in agreement with (13), The 10 and 1 turn decades at low 
frequencies have less steep slopes indicating the lower L C values of 
these coils, At higher frequencies the couDling with the 100-turn 
decade changes the slope 
can be considerably reduced by using toroidal windings in 
both primary and secondary circuits. 
For mutual inductors of low M value, that is, when the 
secondary winding still consists of one turn, the advantage 
gained using the ten-fold twisted wire to get equal decade 
steps can be retained. By placing the decade switch close 
to the secondary winding the parasitic apacitances will be 
very small, about < 100 pF, and the frequency dependence 
will be mainly due to the parallel capacity of the primary 
winding because of its much greater self inductance. 
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Choosing for the primary winding a toroid with square 
cross-section (side d) and inner radius r and N turns, the 
mutual inductance of one secondary loop becomes (at low 
frequencies) 
r+d 
M =¢p g°fHdO -u  I N 
- - -  dr 
I I ~°d 27rr 
go d r + d /Jo d 2 
- - -  Nln - -  N 
2~r r 21r r 
M(¢o) = 
(r;') 
god Nln - -  (1 -- co2LpCp +]oJRpCp) "1 
2rr 
This arrangement was substituted for the 1/10 turn decade 
of the bridge described previously. No impure behaviour of 
the system was observed up to "5 kHz using the variometer 
as a standard. Since the geometry of the variometer and the 
new 1/10 turn decade is quite different, the absence of im- 
purities upports the assumption made already, that the 
variometer acts as a pure mutual inductor. The second step- 
variable inductor constructed, but not used in the experi- 
ments, consists of eleven toroidal mutual inductors, with 
value Mi approximately 2tMo where M o ~ 6 x 10 -7 H. The 
factors 2 / are obtained by geometrical considerations, as
described below. No attempts have been made to adjust 
them, but the factors could be easily measured at low fre- 
quencies by internal calibration, as well as by comparison 
with the decade bridge. The sign of the induced voltage, as 
seen in the secondary circuit for each inductor, is governed 
by a switch in the primary circuit. 
The advantages of this arrangement are various: 
1. Toroids approximate best the ideal astatic behaviour re- 
quired to avoid coupling with the surroundings. 
2. The toroids can be built together in such a way that no 
unwanted magnetic oupling between the various toroids 
exists. 
3. The use of the diadic system provides the smallest 
number of mutual inductors. 
4. The number of toroids necessary for compensation is 
specified by the maximum signal expected from the 
measuring coil system. The primaries of all larger toroids 
can then be switched off. The three largest secondaries can 
also be switched off. In this way the frequency range at 
lower signal levels, that is, equivalent signals with IAM1 < 
100 tall, can be considerably increased. 
5. At a given frequency every signal proportional to M 
with IMI <Mmax can be compensated with the same pri- 
mary impedance for the signal source and the same input 
impedance for the detectors. 
The frequency range of the bridge is limited now by two 
factors. First, the lowest resonance frequency of the coils 
sets a limit, but since this frequency for the step-variable 
inductor concerned can be far larger than 1 O0 kHz, a 
second limit is set by the loss part of the bridge (consisting 
of thick wired resistors). The resistors used in our con- 
struction behave ohmically up to 30 kHz. By measuring 
off-balance voltages however, as described before, the non- 
ohmic behaviour of the resistors will not influence the 
results. Therefore the upper limit set to this bridge is of the 
order of 100 kHz. 
The toroid bodies were machined from 'perspex' (poly- 
methylmethacrylate). A cross-section is shown in Fig. 10. 
The cross-section of the inner toroid is a regular octagon. 
Slits on the inner and outer cylindrical faces fix the winding 
in place. In the upper plane a groove is scored in which a 
single turn, necessary to compensate he single loop effect 
of the toroid, can be placed. This toroid is used as the 
secondary winding. The outer toroid body consists of two 
halves enclosing the inner toroid; then four sets of splits on 
the tilted faces are used to fix the winding. The inner 
windings are wound from 40 x 0.03 mm litz wire, the outer 
ones from 0.5 mm copper wire. 
The dimensions and number of turns together with other 
significant properties are given in Table 1. 
Table 1. Values for the characteristic properties of the 
toroids 
Toroid r, d l ,  d2, N 1 N 2 Lp, L s, C12, Mt 
No mm mm mm pH pH pF pH 
1 30 20 5 90 45 17.9 0.28 17 0.56 
2 30 20 5 90 90 17.9 1.12 17 1.12 
3 30 20 10 90 45 17.9 1.12 34 2.24 
4 30 20 10 90 90 17.9 4.47 34 4.47 
5 60 40 20 180 45 143 2.24 67 8.95 
6 60 40 20 180 90 143 8.95 67 17.9 
7 60 40 20 180 180 143 35.8 67 35.8 
8 120 80 40 360 90 114517.9 135 71.6 
9 120 80 40 360 180 114571.6 135 143 
10 120 80 40 360 360 1145286 135 286 
The mutual inductance can be approximated asfollows. 
Consider the field inside the secondary toroid as constant 
and equal to that at the centre of the octagon then 
H = NII 
27rr 
J 
j /  
/ 
r 
Fig.lO Cross-section of the toroid body 
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and 
M =/aoNIN2 
(42-  1) 
r 71" 
= 1.66N1 ,10 -1° H (14) 
r 
where d2 and r are expressed in mm. Note that N1/r is a 
constant. 
The actual mutual inductance isgreater than that calculated 
with (14), as would be expected. Toroid No 6 was incor- 
porated in the system twice to measure the frequency de- 
pendence of the larger toroids by means of internal calibra- 
tion. The step size of the smallest inductor is still larger 
than the maximum obtainable with the variometer. There- 
fore one toroid with three switchable secondaries of 1, 2, 
and 4 turns was added to the step variable inductor. The 
mutual inductance of 1 turn is 10 -7 H. 
Coupling of the measuring coil system with the co-axial 
superconducting magnet 
In the past ten years, when strong field superconducting 
coils became available, measuring coil systems for the in- 
vestigation of paramagnetic properties of salts and inductive 
resistance measurements of normal and superconducting 
metals have frequently been surrounded by superconducting 
magnets for the production of a dc field. 
This may influence the measurements and therefore correc- 
tions, due to the interaction of the measuring system and 
the superconducting coil, have to be considered. 
We stated 24 that this interaction can be reduced by a 
special arrangement of the complete coil system, but 
within the prescribed length of that paper our statements 
could not be justified completely. The properties of our 
self-made superconducting coil magnet are the following: 
bore 60 mm, outside diameter 92 mm, length 110 mm, 
inside notch type, maximum field 30 kOe at 80 A and 
T = 4.2 K. The coil was wound from 1 km Niomax 
S 25/50, homogeneity better than 1 : 10 -4 in a sphere with 
radius 15 mm at the centre. 
Now, when a current Ieq ~t is admitted to the primary coil, 
ac voltages are induced in the secondary coils and the super- 
conducting coil proportional to their mutual inductances 
with the total primary coil system, M2,1 and Ms, 1 
respectively: 
U2, 1 =jwM2, 1 I 
US, 1 =]wMs, 11 
In our system the superconducting coil (self inductance L, 
resistance l ads, and ampdre-meter R2) is short-circuited by 
a resistance R l, to protect he power supply and give an 
almost constant load to the voltage Us, 1- Therefore an ac 
current Is may flow in the superconducting coil 
]wMs, 11 
IS =jcoL + R 2 + R1 
Even at frequencies as low as 2 Hz, R 1 and R 2 are small 
enough to be omitted without violating our simple model. 
So we may put 
MS, 1 
/ s -  I 
L 
and hence an extra voltage will be induced in the secondary 
system proportional to the mutual inductance between the 
superconducting coil and the secondary system 
M2,S MS, 1 
U2,s =/~ I 
L 
So the total induced voltage becomes 
Vt°t = U2'l + V2's=j6° m2'l I ( I +M2'S MS'I 1L 
The last term, in the brackets, now gives the required 
correction. It can be made small enough by two methods. 
1. Minimizing Ms, l by choosing the correct number of 
terms on the two primary coils. 
2. Minimizing M2, s by shifting the secondary coils along 
the axis of the superconducting coil. 
Since the field of S is homogeneous M , 1 is not much 
affected by such a shift. 
In this way M2, s/M2, ] can be made smaller than an 
arbitrary constant, say ten, and in our case Ms, 1/L could 
be made as small as 10 "s in the sample's absence. The depend- 
ence of the correction term on the various mutual induc- 
tances and its independence of frequency can be verified 
experimentally. 
It should be noted however, that the absence of corrections 
with no sample present does not imply the absence of 
corrections in the presence of the sample since M2, M2, 1, 
and Ms, 1 all change when the specimen isplaced into one 
of the secondary coils. 
1. Ms, 1 will be increased ue to the finite length of pri- 
mary coils having different diameters. Also at higher dc 
fields Ms, 1 may change in a minor way, since the shape of 
the field produced by the coil S depends on the current 
flowing through it and its actual ac behaviour at high fields. 
2. M2, s, M, and M2, 1 may change with frequency and dc 
field depending on the nature of the specimen. 
Then we have in the case where the sample is transparent to
the ac field, the correction is negligible as it was with the 
empty coils, but if the sample xcludes the field completely 
(superconductor, skin effect at high frequencies) or in zero 
field paramagnetic behaviour M2, s/M2, 1 tends to a ratio of 
number of turns per metre of the coil S to the effective 
number of turns per metre of the primary coil system when 
the sample is large enough. 
In our case 
M~ <3x 10 -4 
always applies while the ratio mentioned above is three. 
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Therefore in our coil system the correction term never ex- 
ceeds 1 in the whole range from 1 to 5 x 103 Hz and for dc 
fields up to 25 kOe. 
Par t  2 .  F requency  mul t ip l ie r  w i th  programmable  
mul t ip l i ca t ion  fac tor  
Choice of method 
This section describes the tracking frequency multiplier 
which is used to measure the harmonic ontent of a dis- 
torted sine wave, with the help of a lock-in amplifier. The 
amplifier can be synchronized externally by a square wave 
of the same frequency as the harmonic of interest. This 
frequency is not directly available: it has to be created by a 
frequency multiplier which converts asquare wave with 
frequency F into a square wave with frequency NF. The 
frequency range of interest and the desired accuracy of the 
measurements ledto a number of requirements: 
The conversation factor N programmable from, for example, 
1-7 N must be an integer with only small variations caused, 
for example, by jitter. 
The frequency range of the output signal must be between 
0.2 and 20 kHz. 
The displacement between the negative zero crossing of the 
input square wave F and the nearest zero crossing of the 
output square wave NF must be less than 1 ° of the output 
square wave. 
The frequency multiplication method using a phase-lock 
loop appears less suitable according to the requirements 
stated. 
An investigation of an alternative method, which does not 
have the disadvantages of the phase-locked loop circuitry, 
led to the development of a digital conversion technique. 
General review: block diagram 
A clock frequency isgenerated and one binary counter 
counts the frequency Fc/2N. At the end of each period of 
the first harmonic F, a transfer pulse TpI and (somewhat 
later) a reset pulse Rpi is generated by a timing circuit 
Ct 1. 
The transfer pulse causes the counter to dump its content 
into the memory M1. 
The reset pulse also initiates the start of a new counting 
cycle Ccl, the duration of which is equal to period T of the 
first harmonic F. 
A second binary counter counts the clock frequency F c. 
Its content is compared with the content of a second 
memory M2 by comparator circuitry. As soon as both 
contents are equal, a reset pulse Rp2 and a transfer pulse 
Tp2 are generated by the timing circuit Ct 2. The reset 
pulse causes the resetting of the counter and the start of a 
new counting cycle Cc 2, the duration of which is To s. 
The transfer pulse causes the transfer of the number content 
of the first memory to the second memory M2. 
After two-scaling of the reset pulse signal Rp2, a 50% duty 
cycle square wave is obtained with frequency NIT. 
A synchronization circuitry Csl controls the time displace- 
ment between the negative zero crossing o fF  and the nearest 
negative zero crossing of NF, by adding a sinc pulse to the 
! 
f LL  c,,. 
F-.o*..,I I '  ~1  I 2 ~1 Csl jilter |,,m~i, I
F 
I 
I I r - L  
J-LrLrLrL 
E 
,o, n 
A., r~ 
b 
I I 
I I 
I I 
I i 
I I CPz 
I - - - L  
Fig.11 a - Block-diagram of the digital frequency multiplier; 
b - Time sequency diagram 
F - input square wave; F c = clock signal; Tp] -- transfer pulse of 
first memory; Rpl  -- reset pulse of first counter Cnt 1; Cp~ -- out- 
put pulse of comparator; Rp~ -- reset pulse of second coun-ter Cnt 2; 
Tp2 - transfer pulse of secor~d memory 
reset of the second counter. The block diagram of this 
digital frequency multiplier is given in Fig.1 la and the time 
diagram in Fig.1 lb. 
Frequency and j i tter behaviour 
Generally the period time T of the first harmonic F is not 
divisible by the period of the count frequency FIN. 
Suppose T is divisible by the clock period l[Fc then T can 
be written as 
N p 
T= K- -  +-- ;  
Fc Fc 
p is integer and 0 < p < N 
The duration of N periods F is divisible by N/Fc, so the 
mean content I of the memory is constant over each inter- 
val of N periods. When the following requirements are met, 
the mean content per period T, taken for N periods F, will 
be equal to K + piN. 
Each count pulse Fe/N is counted once and only once. 
The content of the memory is equal to the total number of 
pulses counted by the first binary counter in the preceding 
period T. 
After each period T the content of the counter is trans- 
ferred error free to the first memory. 
As a result of the rest term p/Fc, the content of the memory 
will be set to K and the rest term will be accumulated. 
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As soon as the accumulated rest term is > N, then the 
memory will be set to K + 1 and the number N is subtracted 
from the accumulated rest term. At the end of each ofx 
successive periods of signal F, the memory is set to K, and 
at the end of the (x + 1) th period to K + 1. The number 
x follows from the equation x <~ N/p ;x  is the nearest integer 
to Nip. 
The accumulated rror is after (x + 1) periods of signal F 
equal to 
p N 1 
e=(x+l )  - [ (x+l )p -N]  
Fc Fc Fc 
It can be shown that the accumulated rror will always be 
< N/F  c. From the behaviour of the memory content as a 
function of the period number of signal F, frequency and 
jitter behaviour can be simply derived. The memory content 
t 
K will cause an output frequency F o > Fo = NF. The 
difference between the output frequency F~ and the mean 
Fo is AF H. The memory content (K + 1) will cause an 
output frequency F~ < N o = NF, the difference being 
AF L . 
NK +~p ~ F°  1 - 
From this 
and 
2uc L N - p N o 
Fo N Fc 
An expression for AFH/F o can be derived in the same 
way 
zkFH P Fo 
Fo N F c 
The output frequency remains F~ during X periods F. 
The time difference between the duration ofxN periods 
F~ and the duration of xN periods N o equals 
K NK+p xp 
At = xN-  - xN  - -  - 
Fc NFc Fc 
The maximum value of this difference is -Xma x p ie  c and 
with X <<. N/p, it follows 
N p N 
I~tl < - -NTc  
pFcFc  
Thus the phase jitter remains below 27rNTc/7"o. 
In Fig. 12 the relative frequency variation z.kF/ff o for p = 1, 
N = 3 has been drawn. 
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Fig.13 ×~ versus X3, in arbitrary units, as a function of H of 
polycrystalline tin 
T=3.11 K,v=130Hz, h=22Oe 
Evaluation 
In the present digital frequency conversion technique the 
jitter increases proportionally to the multiplication factor N. 
Another factor is that the mean of the output frequency is
exactly NF, when this mean is taken over N periods of F. 
These two properties are not disadvantageous with regard 
to the multiplication accuracy required, as N is not too  
large and the variations of N and of the input frequency F 
are not too rapid. 
Further development has resulted in an improvement in per- 
formance of several parts of the frequency multiplication 
system, and the following specifications are attained: 
The multiplication factor N is programmable from 1 to 100. 
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The jitter of the output signal < 500 ns, independent of the 
multiplication factor N. 
The output frequency < 100 kHz. 
Evaluation of the present system will make it possible to 
transform the output signal, a digital triangular voltage of 
the right frequency, into a digital sine wave of the same 
frequency, with programmable phase in steps of 1 ° at 
frequencies below 500 Hz, and in steps of 10 ° at higher 
frequencies. 
Part 3. Experimental results 
Results for certain superconductors 
Using the equipment, described in the preceding section, ex- 
periments have been performed on a number of metals in 
the normal and the superconducting states. As the results 
of these experiments will be published separately we will 
restrict ourselves to presentating certain examples, which 
illustrate the possibilities of the equipment. 
Fourier analysis of ac response 
Type I superconductivity. For a polycrystalline tin cylinder 
the x-values depend strongly on the frequency, the amplitude 
h, the value and the direction of the change of the external 
ff 
field H. In Fig.13 the third harmonic X3 is given as a ×a 
f versus Xg curve for decreasing H. The parameter along the 
curve is the external field. 
Type Hsuperconductivity. The X~ versus Xs curve of a 
pure niobium cylindrical single crystal is plotted in Fig.14. 
The shape of the curve depends on frequency, amplitude 
of the alternating field, and only on the value of the exter- 
nal field. The parameter along the curve is the external 
field. Between the origin and the turning point at Hp, the 
ac field penetrates slightly into the sample, probably because 
of flux pinning. The field Hp has been defined in a pre- 
vious paper. 24 
Fig.14 ×'~ versus ×~;, in arbitrary units, as a function of H of a 
single crystal of niobium 
T = 4.2 K, u = 130 Hz, h = 22 Oe 
B i 
o 
Fig. 15 Set hysteresis loops of a solid tin cylinder at decreasing 
temperature. At  the lowest temperature (1.4 K) a few loops with 
increasing amplitude are shown; v = 130 Hz 
Between Hp and He2 the flux pinning disappears and 
between He2 and the origin again (He3) the curve shows the 
influence o f  surface superconductivity. 
In contrast to the model of Rollins and Silcoxl2 even 
harmonics could also be detected. For the odd harmonics 
the curve differs from the shape predicted by these authors, 
but tends for H values above Hc:, to their predicted shape 
if the frequency and the amplitude of the alternating field 
are both decreased. 
AD converted signal registration 
Hysteresis loops of superconductor~ Using the signal 
sampling equipment, described in part 1, the signal of the 
pick-up coil is fed into a computer. By straight-forward 
calculation the shape of the hysteresis loop can be obtained. 
A typical set of hysteresis loops for a long tin cylinder is 
shown in Fig.15. The amplitude is taken as somewhat 
smaller than the critical field at zero temperature. These 
large amplitude ac fields are produced by superconducting 
coils. 27 
E- J  e relations. In previous papers 26,27 the response of 
hollow cylinders of pure niobium is presented. The signal 
sampling technique allows quantitative determination f 
E- J  e (or Jn-Js) curves to be quantitatively determined in
the time dependent regime. Je is then the superconducting 
component of the total screening current in the thin- 
walled cylinder (see Fig. 16). 
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Fig.16 a - The time dependence of E in a thin walled niobium 
cylinder at static field values between Hco and Hc3 
b -- Corresponding Je versus Jn loops. Je'is the excess current 
(superconducting component) of the total screening current; Jn is 
the normal component and equals oE 
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